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ABSTRACT
Introduction Ultrasound- guided regional anesthesia 
(UGRA) involves the acquisition and interpretation of 
ultrasound images to delineate sonoanatomy. This study 
explores the utility of a novel artificial intelligence (AI) 
device designed to assist in this task (ScanNav Anatomy 
Peripheral Nerve Block; ScanNav), which applies a 
color overlay on real- time ultrasound to highlight key 
anatomical structures.
Methods Thirty anesthesiologists, 15 non- experts and 
15 experts in UGRA, performed 240 ultrasound scans 
across nine peripheral nerve block regions. Half were 
performed with ScanNav. After scanning each block 
region, participants completed a questionnaire on the 
utility of the device in relation to training, teaching, 
and clinical practice in ultrasound scanning for UGRA. 
Ultrasound and color overlay output were recorded 
from scans performed with ScanNav. Experts present 
during the scans (real- time experts) were asked to assess 
potential for increased risk associated with use of the 
device (eg, needle trauma to safety structures). This 
was compared with experts who viewed the AI scans 
remotely.
Results Non- experts were more likely to provide 
positive and less likely to provide negative feedback 
than experts (p=0.001). Positive feedback was provided 
most frequently by non- experts on the potential role for 
training (37/60, 61.7%); for experts, it was for its utility 
in teaching (30/60, 50%). Real- time and remote experts 
reported a potentially increased risk in 12/254 (4.7%) vs 
8/254 (3.1%, p=0.362) scans, respectively.
Discussion ScanNav shows potential to support non- 
experts in training and clinical practice, and experts in 
teaching UGRA. Such technology may aid the uptake and 
generalizability of UGRA.
Trial registration number NCT04918693.

INTRODUCTION
The performance of ultrasound- guided regional 
anesthesia (UGRA) relies on the optimal acquisition 
and interpretation of ultrasound images.1–3 This 
skill is underpinned by knowledge of the underlying 
anatomy.4 5 However, even experienced anesthesi-
ologists can find this challenging, particularly in the 
context of anatomical variation or other difficulties 
in scanning (eg, obesity).6 7 Furthermore, sono-
graphic image interpretation is variable, even among 
experts.8–10 In the authors’ experience, though 
ultrasound technology yields ever- greater image 
resolution, acumen in ultrasound image acquisition 
and interpretation has not demonstrated an equal 

improvement since the introduction of ultrasound 
guidance in regional anesthesia in 1989.11

The implementation of artificial intelligence (AI) 
in clinical practice continues to grow and regional 
anesthesia has potential to embrace this technology 
for patient benefit, such as supporting UGRA 
training and practice to increase patient access to 
these techniques, as well as improve patient safety.12 
Broadly speaking, AI includes any technique that 
enables computers to undertake tasks associated 
with human intelligence.12 Common techniques 
in this field include machine learning (ML) and 
deep learning (DL). ML uses algorithms, rule- based 
problem- solving instructions implemented by the 
computer,12 to learn: training data are analyzed 
to identify patterns (statistical correlations) in this 
information. If the algorithm is informed of the 
desired endpoints (eg, by labeling the images during 
the training stage) and then looks for correlations 
between the raw input data and the endpoints, 
this is called supervised ML. In unsupervised ML, 
the algorithm is given no instruction as to what 
endpoints are desired but looks for clusters of 
similarity in the dataset. Semisupervised ML uses 
a mixture of these two approaches. DL is a method 
of implementing ML. The algorithm encodes a 
network of artificial neurons (mathematical func-
tions) which are arranged in layers. Successive 
layers of the network operate on the data as it is 
passed through the system, extracting progressively 
more information. DL is a common technique used 
in computer vision—a branch of AI which allows 
computers to interact with the visual world—a field 
that is readily applicable to medical image analysis.

ScanNav Anatomy Peripheral Nerve Block 
(ScanNav, formerly known as AnatomyGuide; 
Intelligent Ultrasound, Cardiff, UK) is an AI- based 
device that uses DL to apply a color overlay to real- 
time B- mode ultrasound.13 It highlights relevant 
anatomical structures on the ultrasound image, 
aiming to assist ultrasound image interpretation 
(see online supplemental files A–D). Expert evalu-
ation of ultrasound videos have previously consid-
ered the color overlay to be helpful in identifying 
specific structures and confirming an appropriate 
block view in over 99% of cases.14 Similar systems 
include Nerveblox (Smart Alfa Teknoloji San. Ve 
Tic AS, Ankara, Turkey), which also applies a color 
overlay of anatomical structures on ultrasound in 
regions commonly scanned for UGRA,15 and Nerve-
Track (Samsung Medison, Seoul, South Korea), 
which applies a bounding box around the median 
and ulnar nerves when scanning the forearm.16
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Though highlighting accuracy data have been published for 
ScanNav and Nerveblox,14 15 there are limited data from real- 
world use of these systems—particularly on their utility for 
operators. We therefore aimed to assess the subjective utility of 
ScanNav as an aid to identifying relevant structures, teaching/
learning UGRA scanning, and increasing operator confidence. 
We also assessed UGRA experts’ perception of potential risks 
associated with the use of ScanNav, including increased risk of 
block failure or unwanted needle trauma to important safety 
structures (eg, nerves, arteries, and pleura/peritoneum).

METHODS
The study was registered with www.clinicaltrials.gov.

Non-expert participants (ultrasound scanners)
Fifteen non- experts in UGRA were recruited; US postgraduate 
year 2–4 medical doctors enrolled in the anesthesiology resi-
dency training program at OHSU.

Expert participants (ultrasound scanners/real-time assessors)
Fifteen experts in UGRA were recruited: US board- certified 
anesthesiologists and current or former anesthesiology faculty 
at OHSU. All were competent to perform UGRA independently 
and met at least two of the following three characteristics: 
completed fellowship training in UGRA, regularly delivered 
direct clinical care using UGRA (including for ‘awake’ surgery), 
and regularly taught UGRA in the course of their clinical work 
(including advanced techniques).

Remote expert assessors
Three remote experts were recruited to subsequently review 
ultrasound videos recorded when a subject was scanned using 
ScanNav (unmodified videos presented with videos to which 
the AI color overlay was applied). One was a UK- based consul-
tant anesthetist and two were US- based attending anesthesiolo-
gists. All met the criteria defined previously (with the exception 
that one was a pediatric anesthesiologist, thus their conduct of 
‘awake’ surgery is limited by their patient population). With the 
exception of one participant (GW, who is an author if this article 
and was not remunerated for work in this study), participants 
and remote expert assessors did not form part of the investigator 
group and were compensated for their time.

Subjects
Two healthy volunteers for ultrasound scanning were recruited 
from a professional modeling agency and compensated for their 
services. Half of the scans were performed on each subject. 
The only exclusion criterion was pathology of the areas to be 
scanned.

Equipment
Ultrasound scanning was performed using the X- Porte or PX 
SonoSite ultrasound machines (Fujifilm SonoSite, Bothell, Wash-
ington, USA). Participants were free to choose from a selection 
of compatible probes for each machine; X- Porte with HFL50xp/
L38xp linear or C60xp curvilinear probe, or PX with L15- 5/
L12- 3 linear or C5- 1 curvilinear probe.

ScanNav (US V.1.0) was connected to the main ultrasound 
machine high- definition multimedia interface (HDMI) output. 
It displayed the same ultrasound image, with color overlay, on 
a secondary monitor (see figure 1). It is important to note that 
this device is not intended to replace clinician judgment and has 
been submitted to the US Food and Drug Administration for 

regulatory approval as a scanning- only device (for use prior to 
needle insertion or local anesthetic injection).

Scanning protocol
After gaining informed consent (both scanners and subjects), 
ultrasound assessment was performed at the typical locations 
for nine peripheral nerve blocks. The upper limb included the 
interscalene- level, upper trunk- level, supraclavicular- level and 
axillary- level brachial plexus regions. The trunk included the 
erector spinae plane and rectus sheath plane block regions. 
Lower limb scanning included regions for the suprainguinal- 
level fascia iliaca plane, adductor canal and popliteal- level sciatic 
nerve blocks.

Participants were free to set the depth and gain settings 
deemed appropriate for each scan and use the scanning tech-
nique they would in their normal clinical practice. The first scan 
was performed by an expert and performed on both sides, once 
with the use of ScanNav and once without. Eight participants 
performed the first scan with the use of ScanNav and seven 
without (order alternating between participants). Subsequently, 
a non- expert participant entered the room and was asked to scan 
for the same block in the same subject, under the supervision of 
the expert. The expert taught and/or supported the non- expert, 
as necessary, to achieve an optimal block view. As before, both 
sides were scanned, once with the use of the AI color overlay and 
once without (order alternating as above). This same process of 
four scans was then repeated on the same subject, scanning for 
a different block. The expert/non- expert pair then repeated the 
scanning protocol on a second subject (the scanning sequence is 
summarized in online supplemental file E).

This process of 16 scans (8 by the expert and 8 by the non- 
expert) was performed by 15 expert/non- expert pairs (total 240 
scans). All AI- assisted scans (n=120) were recorded for later 
analysis by remote experts.

Utility: experts versus non-experts
After scanning for each block, the participants were asked to 
complete a questionnaire evaluating the AI color overlay for 
the images acquired (n=120, half by non- experts and half by 
experts; questionnaires available in online supplemental file E). 

Figure 1 Schematic of ScanNav connected to an ultrasound machine, 
displaying the same ultrasound image with a color overlay. US, 
ultrasound.
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Non- experts were asked to compare their experience of scan-
ning with versus without ScanNav using the following metrics:

 ► Confidence in scanning (0–10: 0, low confidence; 10, 
confident).

 ► Identifying relevant anatomical structures on ultrasound 
(assisted, no difference, hindered).

 ► Identifying the correct view for the block (easier, no differ-
ence, harder).

 ► Learning scanning for the block (easier to learn, no differ-
ence, harder to learn)

 ► Facilitating training (beneficial, no difference, detrimental).
 ► Modify level of support required from your supervisor (less 

support required, no change;,more support required)
Experts were similarly asked to compare their experience of 

scanning with versus without ScanNav:
 ► Confidence in their own scanning (0–10: 0, low confidence; 

10, confident).
 ► Identifying relevant anatomical structures on ultrasound 

(assisted, no difference, hindered).
 ► Teaching scanning for the block (easier to teach, no differ-

ence, harder to teach).
 ► Supervising scanning for the block (beneficial, no difference, 

detrimental).
 ► Reduce the frequency of intervention during supervision of 

the non- expert (yes, no difference, no).
 ► Confidence in the non- expert’s scanning ability (0–10: 0, 

low confidence; 10, confident).

Potential risks: real-time expert users versus remote experts
For each scan performed with ScanNav (n=120), experts were 
asked to report potential for increased risk of block failure or 
unwanted needle trauma to ‘safety critical’ structures as relevant 
to each block (eg, nerves, arteries, pleura, and peritoneum; see 
online supplemental file E). The risk of complications related to 
each structure included:

 ► Nerve injury/postoperative neurological symptoms (PONS, 
nerves).

 ► Local anesthetic systemic toxicity (LAST, arteries).
 ► Pneumothorax (pleura).
 ► Peritoneal violation (peritoneum).
 ► Block failure (overall).
The real- time expert assessment was compared with that of the 

panel of remote experts, who viewed the recorded ultrasound with 
the unmodified video presented adjacent to the AI- color overlay 
video. Three remote experts viewed each ultrasound video and 
a majority view for each question was taken. In cases where no 
majority was reached, this was classified as ‘no consensus’.

Data analysis
Data were reported descriptively and, where appropriate, statis-
tical evaluation (using R software V.4.1.1) was used to assess the 
relationship between variables. A χ2 test was used to compare 
feedback (expert vs non- expert, real- time user vs remote expert, 
and subject 1 vs subject 2) except for participant confidence, 
which used a Mann- Whitney U test to compare ordinal data. 
Statistical significance was deemed as a p value of <0.05.

RESULTS
In total, 240 ultrasound scans were performed, 120 with 
ScanNav and 120 without. Of the 120 scans performed with the 
ScanNav, 60 were performed by non- experts in UGRA (under 
the supervision of experts) and 60 by experts. Both scan subjects 
were adult men; one was 34 years old with a body mass index 

(BMI) of 37.2 kg/m2 and the other was 41 years old with a BMI 
of 28.9 kg/m2. The data are summarized in tables 1–3 and a full 
breakdown is in online supplemental file E.

Utility: non-experts versus experts
Non- experts provided positive feedback more frequently 
and provided negative feedback less frequently than experts 
(p=0.001). The most frequent positive feedback provided by 
non- experts was on ScanNav’s role in their training (37/60, 
61.7%); for experts, it was for ScanNav’s use in teaching (30/60, 
50%). Overall, 70% of participants reported that ScanNav aided 
in the identification of key anatomical structures for a periph-
eral nerve block, and 63% believed that it assisted in confirming 
the correct ultrasound view during scanning. Non- experts’ most 
frequent negative feedback was that it may decrease their confi-
dence in scanning (4/60, 6.7%); for experts, it was that ScanNav 
may increase the frequency of supervisor intervention (10/60, 
16.7%). Non- expert median confidence in their own scanning 
was 6 (IQR 5–8) without ScanNav and 7 (IQR 5.75–9) with 
ScanNav (p=0.07). Experts reported median confidence of 
10 (IQR 8- 10) vs 10 (IQR 8- 10) respectively (p=0.57). When 
supervising a non- expert scanning, their median confidence in 
the non- expert’s scanning was 7 (IQR 4.75–8) without ScanNav 
and 8 (IQR 4–9) with ScanNav (p=0.23). Overall, there was no 
difference in the reporting between subjects scanned (p=0.562).

Potential risks: real-time user expert versus remote expert
Of the 120 scans performed with ScanNav, real- time expert user 
data were collected on 103 scans (17 lost), and remote expert 
assessment was thus compared for the same 103 scans. Real- time 
and remote expert reported a potential increase in risk: 12/254 
(4.7%) vs 8/254 (3.1%), respectively (p=0.362, table 3).

DISCUSSION
This study explores the potential role of assistive AI in the 
acquisition and interpretation of ultrasound scans for UGRA, 
with real- world users in a simulation setting. Positive sentiment 

Table 1 Non- expert feedback on benefits (n=60 scans with ScanNav)

Positive Neutral Negative

Identifying structures 31 (51.7%) 27 (45.0%) 2 (3.3%)

Acquisition of correct view 22 (36.7%) 37 (61.7%) 1 (1.7%)

Learning scan 36 (60.0%) 23 (38.3%) 1 (1.7%)

Helped training 37 (61.7%) 23 (38.3%) 0 (0%)

Supervisor support 8 (13.3%) 51 (85.0%) 1 (1.7%)

Confidence 31 (51.7%) 25 (41.7%) 4 (6.7%)

Overall (/360) 165 (45.8%) 186 (51.7%) 9 (2.5%)

Table 2 Expert feedback on benefits (n=60 scans with ScanNav)

Positive Neutral Negative

Identifying structures 15 (25.0%) 42 (70.0%) 3 (5.0%)

Teaching 30 (50.0%) 29 (48.3%) 1 (1.7%)

Supervising 27 (45.0%) 29 (48.3%) 4 (6.7%)

Frequency of intervention 16 (26.7%) 34 (56.7%) 10 (16.7%)

Confidence (own scanning) (Increase)
14 (23.3%)

(No difference)
44 (73.3%)

(Decrease)
2 (3.3%)

Confidence (supervising 
non- expert)

(Increase)
29 (48.3%)

(No difference)
24 (40.0%)

(Decrease)
7 (11.7%)

Overall (/360) 131 (36.4%) 202 (56.1%) 27 (7.5%)
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(36.4%–45.8%) about ScanNav was reported by users more 
commonly than negative sentiment (2.5%–7.5%), while the 
majority (63%–70%) reported that it aided in the identification 
of key anatomical structures on ultrasound and in confirmation 
of the correct ultrasound view. Non- experts derived most benefit 
from ScanNav; ≥50% reported it to aid in the identification of 
sonoanatomical structures, learning the scanning for a block, 
benefits to training and improving their confidence in scanning. 
These data suggest a role for ScanNav in the training of non- 
experts in UGRA. Training can be in the form of non- patient- 
facing activities such as formal teaching and educational courses. 
However, teaching during clinical practice plays a fundamental 
role in medical training. Thus, although it requires additional 
financial resources, ScanNav may be used for educational 
purposes in both settings, supporting widespread adoption of 
UGRA17 and patient access to these techniques.18

The areas receiving the highest frequency of negative feed-
back (frequency of supervisor intervention and decreasing 
confidence of performing/supervising ultrasound scanning) are 
perhaps unsurprising. This is a new medical device, based on AI 
technology with which many clinicians are unfamiliar, and the 
participants in this study had not used it prior to participating in 
this study. Initial use of any new technology may be associated 
with more frequent intervention and lower confidence, which 
may improve with time and increased familiarity with the device.

There was a low perception of increased risk associated with AI 
highlighting by ScanNav (3.1%–4.7%), though potential complica-
tions considered may be clinically important (eg, nerve injury/PONS 
and LAST). Potential causes of error include those related to device 
performance, such as incorrect highlighting, which may cause anes-
thesiologists to misinterpret the ultrasound image(s). Block failure or 
unwanted needle trauma to safety critical structures may therefore be 
more likely if the anesthesiologist is falsely reassured by the presence 
or absence of color on the screen. Others may be associated with 
use of the device, such as correct highlighting causing distraction by 
drawing focus away from other relevant structures. The current tech-
nology therefore provides additional information for the anesthesi-
ologist rather than a decision- making system on ultrasound image 
interpretation (much as is the case for other image augmentation 
systems, eg, color Doppler). Furthermore, correct structure/block 
view identification alone does not ensure safe or effective UGRA nor 
does the device guide needle placement. It is therefore the practi-
tioner’s responsibility to identify hazards and undertake safe practice. 
The data show a more critical view of real- time users as compared 
with those viewing the video remotely. Real- time users have a richer 
source of information as they performed the dynamic scan; however, 

they had to subsequently give their assessment from their memory of 
the preceding few minutes. Remote users had the benefit of scrolling 
back and forth through the video to carefully scrutinize the unmodi-
fied ultrasound video. In addition, three remote experts assessed each 
video compared with one real- time user expert. It is not possible to 
determine, with these limited data, whether one cohort or another 
is correct—but to be aware of the range of opinion and that more 
work must be done to explore this facet of the data. Nevertheless, a 
more cautious view adopted by real- time users is perhaps a welcome 
inadvertent safety feature, showing a desire to maintain the use of 
clinical judgment which has been developed over years of training.

This study has limitations. These data are subjective, based 
on a limited use of the device, and may not necessarily reflect 
clinical practice. Over time, clinical data may support or refute 
the conclusions drawn here and could include studies in other 
settings (eg, UGRA in the emergency department or prehospital 
emergency care). Outcome data, including patient outcomes 
and resource- use metrics, will be crucial in validating the clin-
ical utility of ScanNav. This study included only 2 scan subjects 
and 30 anesthesiologist participants; these data may need to 
be replicated with a larger number of participants and subjects 
with different demographics, such as body habitus, comorbid 
status or anatomical abnormalities. Also, all participants were 
from a single institution, while UGRA practices and experiences 
may vary between institutions, regions or countries. In addi-
tion, a three- point scale was given for participants to provide 
their assessment, whereas a five- point scale may have allowed 
greater discrimination of subjective assessment. Finally, only two 
ultrasound machines were assessed; further work is required to 
ensure generalizability of these data.

CONCLUSION
The few studies conducted in this field so far report little in the 
way of contemporaneous feedback by users or evaluation of the 
clinical utility of AI devices to support ultrasound scanning in 
UGRA. We have demonstrated that ScanNav may support non- 
experts in their training and clinical practice, and experts in their 
teaching of UGRA. It may help by drawing attentional focus to 
the area of interest to aid in confirmation of the correct ultra-
sound view and the identification of sonoanatomical structures 
on that view. We believe that AI- augmented ultrasound scanning, 
through devices such as ScanNav, may support the uptake and 
generalizability of ultrasound- guided techniques in the future.
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Table 3 Reported potential risks: real- time expert versus remote 
expert assessor (max n=103)

Real- time expert Remote expert

Nerve injury/PONS (/67) 5 (7.5%) 0 (0%)

LAST (/71) 3 (4.2%) 0 (0%)

Pneumothorax (/16) 0 (0%) 0 (0%)

Peritoneum violation (/8) 0 (0%) 0 (0%)

Block failure (/92) 4 (4.3%) 8 (8.7%)*

Total (/254) 12 (4.7%) 8 (3.1%)*

N.B. Despite 103 block feedback sheets return, not all feedback elements were 
completed by participants for all blocks (hence, n<103 for block failure).
*8/92 of all block views considered (7/8 of these views considered ‘inadequate’ by 
expert panel).
LAST, local anesthetic systemic toxicity; PONS, postoperative neurological 
symptoms.
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Supplemental File 

1 SCANNING TASKS, BLOCK ALLOCATION & STRUCTURES CONSIDERED 

1.1 SCANNING TASKS PERFORMED 

Scanning tasks were performed as per the table below (the order of scanning with/without ScanNav Anatomy PNB was alternated between participants). 

BMI Block Task Side ScanNav Anatomy PNB 

Subject 1 Block 1 

 

Expert  L Yes 

R  

Expert + Non-expert L Yes 

R  

Block questionnaire 

Block 2 Expert L Yes 

R  

Expert + Non-expert L Yes 

R  

Block questionnaire 

Subject 2 Block 1 Expert  L Yes 

R  

Expert + Non-expert L Yes 

R  

Block questionnaire 

Block 2 Expert  L Yes 

R  

Expert + Non-expert L Yes 

R  

Block questionnaire 
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1.2 BLOCK ALLOCATION  

ScanNav Anatomy PNB supports anatomical structure identification for nine UGRA blocks. Study participant pairs (expert + non-expert) were assigned two 

blocks each in a pseudo-random manner, to provide coverage of supported blocks from the upper limb, trunk and lower limb. 

 
Participant 

ID  

Block 1  Block 2  

E1/N1  Rectus sheath plane  Popliteal level sciatic nerve  

E2/N2  Erector spinae plane  

Sub-sartorial femoral triangle / 

Adductor canal  

E3/N3  Superior trunk of brachial plexus  

Sub-sartorial femoral triangle / 

Adductor canal  

E4/N4  Rectus sheath plane  

Sub-sartorial femoral triangle / 

Adductor canal  

E5/N5  Popliteal level sciatic nerve  Axillary level brachial plexus  

E6/N6  Suprainguinal fascia iliaca plane  Popliteal level sciatic nerve  

E7/N6  Popliteal level sciatic nerve  Supraclavicular level brachial plexus  

E8/N8  Interscalene level brachial plexus  Rectus sheath plane  

E9/N9  Erector spinae plane  Axillary level brachial plexus  

E10/N10  Popliteal level sciatic nerve  Suprainguinal fascia iliaca plane  

E11/N11  Suprainguinal fascia iliaca plane  

Sub-sartorial femoral triangle / 

Adductor canal  

E12/N12  Erector spinae plane  Popliteal level sciatic nerve  

E13/N13  Suprainguinal fascia iliaca plane  

Sub-sartorial femoral triangle / 

Adductor canal  

E14/N14  Interscalene level brachial plexus  Popliteal level sciatic nerve  

E15/N15  Superior trunk of brachial plexus  

Sub-sartorial femoral triangle / 

Adductor canal  
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A summary of ultrasound scans performed (by participant, with/without ScanNav Anatomy PNB, subject BMI and ultrasound machine) us shown below 

Number of Ultrasound scans Low BMI 

(<30kg/m2) 

High BMI 

(≥30kg/m2) 

SonoSite PX SonoSite X-Porte 

with ScanNav Anatomy PNB 120 60 60 60 60 

captured by experts 60 30 30 30 30 

captured by trainees 60 30 30 30 30 

 

 

without ScanNav Anatomy PNB 120 60 60 60 60 

captured by experts 60 30 30 30 30 

captured by trainees 60 30 30 30 30 

 

 

Total 240 120 120 120 120 
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1.3 SAFETY CRITICAL STRUCTURES 

Following structures were considered as safety critical structures for each block: 

Item Anatomical Region Safety critical anatomical structures 

1)  Brachial plexus in the neck: 

-Interscalene 

-Superior trunk 

-Supraclavicular 

 

• Brachial plexus nerves (roots, trunks, divisions) 

• Subclavian or carotid artery 

• Pleura 

2)  Axillary level brachial plexus • Radial, ulnar, median, and musculocutaneous nerves 

• Axillary artery 

3)  Erector spinae plane • Pleura 

• Transverse processes 

4)  Rectus sheath plane • Peritoneum 

• Fascial plane 

5)  Suprainguinal fascia iliaca • Deep circumflex iliac artery 

• Fascial plane 

6)  Sub-sartorial femoral triangle / Adductor canal • Femoral artery 

• Saphenous nerve 

7)  Popliteal level sciatic nerve • Sciatic nerve (or peroneal/fibular and tibial nerve components)  

• Popliteal artery 
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1.4 ‘BENEFITS’ QUESTIONNAIRE RESULTS - EXPERT FEEDBACK 

Expert participants completed the following ‘benefits’ questionnaire:

 

  

 

Expert ID  

Block  

Model ID  

 
Please provide an answer that best describes your experience of this block: 

- Scanning with ScanNav Anatomy PNB compared to without ScanNav Anatomy PNB 

- Teaching trainees with ScanNav Anatomy PNB compared to without ScanNav Anatomy PNB. 

 

BP-1 On a scale of 0 to 10 (0 being no confidence, 10 being totally confident) for this block, how would you rate your 

scanning confidence on this subject WITHOUT ScanNav Anatomy PNB: 

0 1 2 3 4 5 6 7 8 9 10 

 Low Confidence       Confident 

 

BP-2 On a scale of 0 to 10 (0 being no confidence, 10 being totally confident) for this block, how would you rate 

your scanning confidence on this subject WITH ScanNav Anatomy PNB: 

 

0 1 2 3 4 5 6 7 8 9 10 

 Low Confidence       Confident 

 

BP-3 When identifying the relevant anatomical structures for this block on ultrasound, ScanNav Anatomy PNB: 

o Assisted/helped you 

o Made no difference 

o Hindered you/made it harder 

 

BP-4 When teaching the scanning for this block, ScanNav Anatomy PNB made it:   

o Easier to teach 

o No difference 

o Harder to teach 

 

BP-5 When supervising the trainee on this block, ScanNav Anatomy PNB:   

o Was beneficial to you  

o Made no difference  

o Was detrimental to/hindered your teaching  

 

BP-6 ScanNav Anatomy PNB reduced the frequency of interventions you needed to supervise the trainee effectively:  

o Yes 

o No difference 

o No 

 

BP-7 On a scale of 0 to 10 (0 being no confidence, 10 being totally confident), how confident were you in the trainee’s 
scanning ability WITHOUT ScanNav Anatomy PNB: 

0 1 2 3 4 5 6 7 8 9 10 

 Low Confidence       Confident 

 

BP-8 On a scale of 0 to 10 (0 being no confidence, 10 being totally confident), how confident were you in the 

trainee’s scanning ability WITH ScanNav Anatomy PNB for this block: 

 

0 1 2 3 4 5 6 7 8 9 10 

 Low Confidence       Confident 
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Benefit Study Questions Results 

 

 Positive or Neutral  

Response 

Negative 

response 

Improving in operator confidence 

to achieve optimum view 

 

BP-1 On a scale of 0 to 10 for this block, how 

would you rate your scanning confidence on this 

subject WITHOUT ScanNav Anatomy PNB 

 

BP-2 On a scale of 0 to 10 for this block, how 

would you rate your scanning confidence on this 

subject WITH ScanNav Anatomy PNB 

 

0-10 scale, 0 being no confidence, 

10 being totally confident. 

 

Change in confidence is calculated 

as a difference between two 

confidence scores with and without 

device.  

 

In 97% (n=58) cases device 

either increased or did not 

change participant confidence 

levels 

In 3% (n=2) cases device 

decreased participant 

confidence levels  

identification of anatomical 

structures 

 

obtaining the correct ultrasound 

view of the anatomy prior to 

needle insertion 

BP-3 When identifying the relevant anatomical 

structures for this block on ultrasound, ScanNav 

Anatomy PNB 

 

A. Assisted/helped you 

B. Made no difference 

C. Hindered you/made it harder 

 

In 95% (n=57) cases device 

either assisted or made no 

difference to user 

In 5% (n=3) cases device 

hindered the user 

supervision and training in 

anatomical structure 

identification for UGRA scanning 

BP-4 When teaching the scanning for this block, 

ScanNav Anatomy PNB made it 

A. Easier to teach 

B. No difference 

C. Harder to teach 

 

In 98% (n=59) cases device 

made it either easier or made 

no difference in teaching blocks 

In 2% (n=1) cases device 

hindered teaching 

supervision and training in 

anatomical structure 

identification for UGRA scanning 

BP-5 When supervising the trainee on this block, 

ScanNav Anatomy PNB 

 

A. Was beneficial to you  

B. Made no difference  

C. Was detrimental to/hindered 

your teaching  

In 93% (n=56) cases device was 

beneficial or made no 

difference when supervising 

trainee 

In 7% (n=4) cases device 

did not assist when 

supervising trainee 

supervision and training in 

anatomical structure 

identification for UGRA scanning 

BP-6 ScanNav Anatomy PNB reduced the 

frequency of interventions you needed to 

supervise the trainee effectively 

 

A. Yes 

B. No difference 

C. No 

 

In 83% (n=50) cases device 

either reduced or made no 

difference in frequency of 

interventions 

In 17% (n=10) device did 

not reduce the frequency 

of interventions 

Improving in operator confidence 

to achieve optimum view 

(Trainee scanning) 

 

supervision and training in 

anatomical structure 

identification for UGRA scanning 

BP-7 On a scale of 0 to 10, how confident were you 

in the trainee’s scanning ability WITHOUT ScanNav 

Anatomy PNB 

 

BP-8 On a scale of 0 to 10, how confident were you 

in the trainee’s scanning ability WITH ScanNav 

Anatomy PNB  

0-10 scale, 0 being no confidence, 

10 being totally confident. 

 

Change in confidence is calculated 

as a difference between two 

confidence scores with and without 

device.  

In 88% (n=53) cases device 

either increased or did not 

change confidence levels in 

trainees 

In 12% (n=7) cases device 

decreased confidence 

levels in trainees 
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1.4.1 Change in expert confidence (Question BP-1 and BP-2) 

Mean confidence in expert scanning without using ScanNav Anatomy PNB was 8.93/10 compared to 

9.17/10 when using ScanNav Anatomy PNB. 

23% (n=14) of responses to the User Confidence question indicated that block scanning confidence 

increased when scanning with ScanNav Anatomy PNB. Most participants reported a 1-point 

improvement, with 1 participant reporting a 3-point improvement (from 7 to 10) when scanning with 

Anatomy PNB for the SIFIB block. The other 73% (n=44) of responses reported no difference in 

confidence. In over half of the responses (58%, n=35), participants identified their scanning confidence 

without device as “10” (the maximum) for the assigned block, making further improvement impossible. 

3% (n=2) of responses reported decrease in confidence by 2 points. These responses came from the 

same participant (E5) for Axillary and Popliteal block, reporting a 2-point decrease in confidence from 10 

to 8 points on a high BMI model. 

1.4.2 Identification of structures (Question BP-3) 

25% (n=15) of responses indicated that the device assisted or helped the participant when identifying 

the relevant anatomical structures for the block, while 70% (n=42) reported that device made no 

difference when identifying structures.  

5% (n=3) of responses reported that the device hindered or made it harder to identify anatomical 

structures. 

1.4.3 Teaching scanning for UGRA (Question BP-4) 

50% (n=30) of responses indicated that the device made it easier to teach scanning for the given block, 

while 48% (n=29) reported that the device assistance made no difference. 

1 participant (E2) reported that they found it harder to teach. This was in high BMI model (adductor 

block). Participant E2 reported that the device made no difference in teaching for the adductor or ESP 

blocks in the low BMI model, but that it did assist in teaching for the ESP in the high BMI model. 

1.4.4 Supervision of UGRA procedures (Question BP-5) 

45% (n=27) of responses indicated that when supervising the trainee, the device was beneficial to the 

participant, while 48% (n=29) reported that the device assistance made no difference. 

7% (n=4) of responses indicated that the device was either detrimental or hindered their supervision of 

trainee for the given block. One response was obtained from participant E1 on the low BMI model 

(popliteal block), and participant E2 on the high BMI model (adductor block). The other 2 negative 

responses were obtained from the same participant E5, on both low and high BMI models (axillary 

blocks). 

1.4.5 Frequency of interventions by supervisor (Question BP-6) 

27% (n=16) of responses indicated that device reduced the frequency of interventions when supervising 

the trainee. 57% (n=34) reported that the device made no difference, and 17% (n=10) reported that 

ScanNav Anatomy PNB did not reduce the frequency of interventions. 

Out of 10 responses that reported the device did not reduce the frequency of interventions, both 

participants E1 and E5 responded in this manner 3 times each. Remaining responses were from E6, E7 

and twice from E8. Four of responses were for each popliteal and rectus blocks. 
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1.5 ‘BENEFITS’ QUESTIONNAIRE RESULTS – TRAINEE FEEDBACK 

Trainees completed the following questionnaire: 

 

 

 

Trainee questionnaire results are presented below: 

 

Trainee ID  

Block  

Model ID  

 
Please provide an answer that best describes your experience of scanning (under supervision) for this block; with ScanNav 

Anatomy PNB compared to without ScanNav Anatomy PNB. 

 

BP-1 Have you performed this block before? If Yes, how many times? 

o Yes, _____________ 

o No 

 

BP-2 On a scale of 0 to 10 (0 being no confidence, 10 being totally confident) for this block, how would you rate your 

scanning confidence on this subject WITHOUT ScanNav Anatomy PNB: 

 

0 1 2 3 4 5 6 7 8 9 10 

 Low Confidence       Confident 

 

BP-3 On a scale of 0 to 10 (0 being no confidence, 10 being totally confident) for this block, how would you rate 

your scanning confidence on this subject WITH ScanNav Anatomy PNB: 

 

0 1 2 3 4 5 6 7 8 9 10 

 Low Confidence       Confident 

 

BP-4 When identifying the relevant anatomical structures for this block on ultrasound, ScanNav Anatomy PNB: 

o Assisted/helped you 

o Made no difference 

o Hindered you/make it harder 

 

BP-5 When acquiring the correct ultrasound view for this block, did ScanNav Anatomy PNB: 

o Assist/help you 

o Make no difference 

o Hinder you/make it harder 

 

BP-6 When learning scanning for this block, ScanNav Anatomy PNB made it:   

o Easier to learn 

o No difference 

o Harder to learn 

 

BP-7 When scanning for this block, ScanNav Anatomy PNB:   

o Was beneficial for/helped your training  

o Made no difference to your training 

o Was detrimental to/hindered your training 

 

BP-8 While using ScanNav Anatomy PNB for this block I required: 

o Less support from my supervisor  

o The same amount of support from my supervisor 

o More support from my supervisor 
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Benefit Study Questions Results 

 

 Positive or Neutral  

Response 

Negative 

response 

Improving in operator confidence 

to achieve optimum view 

 

 

BP-10 On a scale of 0 to 10 for this block, how 

would you rate your scanning confidence on this 

subject WITHOUT ScanNav Anatomy PNB 

 

BP-11 On a scale of 0 to 10 for this block, how 

would you rate your scanning confidence on this 

subject WITH ScanNav Anatomy PNB 

0-10 scale, 0 being no confidence, 

10 being totally confident. 

 

Change in confidence is calculated 

as a difference between two 

confidence scores with and without 

device.  

In 93% (n=56) cases device 

either increased or did not 

change trainee confidence 

levels  

In 7% (n=4) cases device 

decreased trainee 

confidence levels 

Identification of anatomical 

structures 

Obtaining the correct ultrasound 

view of the anatomy prior to 

needle insertion 

BP-12 When identifying the relevant anatomical 

structures for this block on ultrasound, ScanNav 

Anatomy PNB: 

A. Assisted/helped you 

B. Made no difference 

C. Hindered you/made it harder 

 

In 97% (n=58) cases device 

either assisted or made no 

difference to trainee 

In 3% (n=2) cases device 

hindered the trainee 

Obtaining the correct ultrasound 

view of the anatomy prior to 

needle insertion 

BP-13 When acquiring the correct ultrasound view 

for this block, did ScanNav Anatomy PNB: 

 

A. Assisted/helped you 

B. Made no difference 

C. Hindered you/made it harder 

In 98% (n=59) cases device 

made it either easier or made 

no difference in finding the 

correct view 

In 2% (n=1) cases device 

hindered finding the 

correct view 

Supervision and training in 

anatomical structure 

identification for UGRA scanning 

BP-14 When learning scanning for this block, 

ScanNav Anatomy PNB made it:   

 

A. Easier to learn 

B. No difference 

C. Harder to learn 

In 98% (n=59) cases device was 

beneficial or made no 

difference when learning how 

to scan 

In 2% (n=1) cases device 

made it harder when 

learning how to scan 

Supervision and training in 

anatomical structure 

identification for UGRA scanning 

BP-15 When scanning for this block, ScanNav 

Anatomy PNB:   

 

A. Was beneficial for/helped 

your training  

B. Made no difference to your 

training 

C. Was detrimental to/hindered 

your training 

In 100% (n=60) cases device 

was either beneficial or made 

no difference in trainees 

training to scan 

In no cases did the 

device hindered trainees 

training 

Supervision and training in 

anatomical structure 

identification for UGRA scanning 

BP-16 While using ScanNav Anatomy PNB for this 

block I required: 

 

A. Less support from my 

supervisor  

B. The same amount of support 

from my supervisor 

C. More support from my 

supervisor 

In 98% (n=59) cases device 

either increased or did not 

change confidence levels in 

trainees 

In 2% (n=1) cases device 

decreased confidence 

levels in trainees 

Table 1: Summary of benefit questionnaire results (trainees)
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1.5.1 Trainee prior experience in scanning blocks (Question BP-9) 

38% (n=23) of trainee responses indicated that they have never performed their assigned block before. 

All other trainees who participated in this study have previously performed the assigned block between 

1 and 50 times.  

1.5.2 Change in trainee confidence (Question BP-10 and BP-11) 

Mean confidence in trainees scanning without using ScanNav Anatomy PNB was 6.17/10 compared to 

6.92/10 when using ScanNav Anatomy PNB. 

52% (n=31) of responses indicated that the trainees self-perceived confidence increased when scanning 

with the device for the block. Most trainees reported a 1-point improvement, whilst 1 trainee reported a 

4-point improvement when scanning for interscalene block with the device (on both low and high BMI 

models). The remaining responses (42%, n=25) reported no difference in confidence. 

7% (n=4) of responses reported a decrease in confidence by 1 point. Two of the responses were from 

trainee T3 scanning an adductor block on both low and high BMI model. The other two responses were 

recorded from trainees T2 and T12 who scanned ESP and adductor models on the high BMI model. 

1.5.3 Identification of structures (Question BP-12) 

52% (n=31) of responses indicated that the device assisted or helped the trainee when identifying the 

relevant anatomical structures for the block, while 45% (n=27) reported that device made no difference.  

3% (n=2) responses reported that device hindered or made it harder to identify anatomical structures. 

All such responses were obtained from trainee T3, while scanning low and high BMI model for the 

adductor block. 

1.5.4 Finding correct view (Question BP-13) 

37% (n=22) of responses indicated that the device assisted the trainee to find the correct ultrasound 

view for the assigned block, while 62% (n=37) of responses reported that the device assistance made no 

difference.  

1 trainee (T2) reported that they found the device hindered them when finding the correct view, during 

an adductor block scan on High BMI model. 

1.5.5 Learning to scan for the block (Question BP-14) 

60% (n=36) of trainee responses indicated that the device made it easier to learn how to scan for the 

given block, while 38% (n=23) reported that the device assistance made no difference.  

2% (n=1) responses indicated that the device made it harder to learn how to scan for the given block. 

This response was obtained from participant T3 for the Adductor block on the low BMI model.  

1.5.6 Helped training (Question BP-15) 

62% (n=37) of trainee responses indicated that device was beneficial or helped their training, while 38% 

(n=23) reported that the device made no difference.  

No participants reported that device was detrimental or hindered their training.  

1.5.7 Supervisor support (Question BP-16) 

A majority of trainees responses (85%, n=51) indicated that they required the same amount of support 

from their supervisor while using the device. Some trainees (13%, n=8) indicated that they required less 
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1.6.4 Raw data (real-time user) 

The experts using ScanNav Anatomy PNB in real time (or supervising a trainee) answered the following 

questions: 

Based on the scan just performed, does the highlighting increase the risk of: 

- Nerve injury/post-operative neurological symptoms (PONS) 

- Pneumothorax 

- Local anaesthetic systemic toxicity 

- Peritoneum violation 

- Block failure 

The raw data in answer to these questions are presented below: 

# Model 

BMI 

Scanner 

ID 

Scanner 

type 

PONS Pneumothorax LAST Peritoneum 

Violation 

Block 

Failure 

Missing 

1 High E1 Expert 
     

Y 

2 Low E1 Expert 
     

Y 

3 High T1 Trainee 
     

Y 

4 Low T1 Trainee 
     

Y 

5 High E1 Expert 
     

Y 

6 Low E1 Expert 
     

Y 

7 High T1 Trainee 
     

Y 

8 Low T1 Trainee 
     

Y 

9 High E2 Expert N N/A N N/A N N 

10 Low E2 Expert N N/A N N/A N N 

11 High T2 Trainee N N/A N N/A Y N 

12 Low T2 Trainee N N/A N N/A N N 

13 Low E2 Expert N/A N N N/A N N 

14 High E2 Expert N/A N N N/A N N 

15 Low T2 Trainee N/A N N N/A N N 

16 High T2 Trainee N/A N N N/A N N 

17 High E3 Expert 
     

Y 

18 Low E3 Expert 
     

Y 

19 High T3 Trainee 
     

Y 

20 Low T3 Trainee 
     

Y 

21 High E3 Expert 
     

Y 

22 Low E3 Expert 
     

Y 

23 High T3 Trainee 
     

Y 

24 Low T3 Trainee 
     

Y 
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Scan 

ID block 

BMI 

category 

Scanner 

iD 

Scanner 

type 

Majority view 

PONS Pneumothorax LAST Peritoneum violation Block failure 

1 POP High E01 Expert 
     

2 POP Low E01 Expert 
     

3 POP High T01 Trainee 
     

4 POP Low T01 Trainee 
     

5 RS High E01 Expert 
     

6 RS Low E01 Expert 
     

7 RS High T01 Trainee 
     

8 RS Low T01 Trainee 
     

9 ADD High E02 Expert N #N/A N #N/A N 

10 ADD Low E02 Expert N #N/A N #N/A N 

11 ADD High T02 Trainee N #N/A N #N/A N 

12 ADD Low T02 Trainee N #N/A N #N/A N 

13 ESP Low E02 Expert #N/A N N #N/A Y 

14 ESP High E02 Expert #N/A N N #N/A N 

15 ESP Low T02 Trainee #N/A N N #N/A undetermined 

16 ESP High T02 Trainee #N/A N N #N/A N 

17 ADD High E03 Expert 
     

18 ADD Low E03 Expert 
     

19 ADD High T03 Trainee 
     

20 ADD Low T03 Trainee 
     

21 ST High E03 Expert 
     

22 ST Low E03 Expert 
     

23 ST High T03 Trainee 
     

24 ST Low T03 Trainee 
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Specific adverse events  

BLOCK FAILURE 

An assessment was made for total of 92 scans (11 of the 103 returned data sets incomplete), over all 9 

supported blocks. 

Risk of Block Failure Number of scans Rate 

No 82 0.919 

Yes 8 0.087 

undetermined 2 0.021 

Total 92  

 

Scan 

ID 

Block  BMI Scanner 

type 

Scanner 

ID 

Correct view Risk of Block 

failure 

Nerve Artery Pleura 

13 ESP Low Expert E02 No, incorrect gain Y n/a n/a TP 

15 ESP Low Trainee T02 

No, incorrect 

structures undetermined n/a 

n/a 

TP 

39 POP Low Trainee T05 Y Y FP TP n/a 

45 SFIC Low Expert E06 

No, incorrect 

structures undetermined 

n/a 

undetermined 

n/a 

48 SFIC Low Trainee T06 

No, incorrect 

structures Y 

n/a 

undetermined 

n/a 

70 ESP High Expert E09 undetermined Y n/a n/a TP 

72 ESP High Trainee T09 undetermined Y n/a n/a TP 

85 SFIC Low Expert E11 

No, incorrect 

structures Y 

n/a 

TN n/a 

89 ESP High Expert E12 undetermined Y n/a n/a undetermined 

91 ESP High Trainee T12 No, artifact Y n/a n/a TN 

 

BMJ Publishing Group Limited (BMJ) disclaims all liability and responsibility arising from any reliance
Supplemental material placed on this supplemental material which has been supplied by the author(s) Reg Anesth Pain Med

 doi: 10.1136/rapm-2021-103368–5.:10 2022;Reg Anesth Pain Med, et al. Bowness JS


	Modelling attending physician productivity in the emergency department: a multicentre study
	Abstract
	Methods
	Study design
	Study setting
	Study protocol

	Measures
	Data analysis

	Results

	Exploring the utility of assistive artificial intelligence for ultrasound scanning in regional anesthesia
	Abstract
	Introduction
	Methods
	Non-expert participants (ultrasound scanners)
	Expert participants (ultrasound scanners/real-time assessors)
	Remote expert assessors
	Subjects
	Equipment
	Scanning protocol
	Utility: experts versus non-experts
	Potential risks: real-time expert users versus remote experts
	Data analysis

	Results
	Utility: non-experts versus experts
	Potential risks: real-time user expert versus remote expert

	Discussion
	Conclusion
	References

	/content/rapm/supplemental/rapm-2021-103368/DC1/1/rapm-2021-103368supp005_data_supplement.pdf
	1 Scanning Tasks, Block Allocation & Structures Considered
	1.1 Scanning tasks performed
	1.2 Block allocation
	1.3 Safety Critical structures
	1.4 ‘Benefits’ Questionnaire Results - Expert Feedback
	1.4.1 Change in expert confidence (Question BP-1 and BP-2)
	1.4.2 Identification of structures (Question BP-3)
	1.4.3 Teaching scanning for UGRA (Question BP-4)
	1.4.4 Supervision of UGRA procedures (Question BP-5)
	1.4.5 Frequency of interventions by supervisor (Question BP-6)
	1.4.6 Change of expert confidence in (when supervising) trainee (Question BP-7 and BP-8)
	1.4.7 Analysis of positive responses to questionnaire
	1.4.8 Analysis of negative responses to benefit questionnaire

	1.5 ‘Benefits’ Questionnaire Results – Trainee Feedback
	1.5.1 Trainee prior experience in scanning blocks (Question BP-9)
	1.5.2 Change in trainee confidence (Question BP-10 and BP-11)
	1.5.3 Identification of structures (Question BP-12)
	1.5.4 Finding correct view (Question BP-13)
	1.5.5 Learning to scan for the block (Question BP-14)
	1.5.6 Helped training (Question BP-15)
	1.5.7 Supervisor support (Question BP-16)
	1.5.8 Analysis of positive response to Benefit Questionnaire
	1.5.9 Analysis of negative responses to Benefit Questionnaire

	1.6 Safety Performance Evaluation by Experts (Real-Time Users vs Remote Experts)
	1.6.1 Safety




